[Comparision of forced expiratory time, recorded by two spirometers with flow sensors of various types, and acoustic duration of tracheal forced expiratory noises].
In the sample of 44 volunteers forced expiratory time values obtained in spirometers, equipped with flow sensor of Lilly type and turbine flow sensor, and acoustic duration of tracheal forced expiratory noises are compared. It is shown that spirometric forced expiratory time is dependent on flow sensor type. Therefore it can't be used in diagnostic aims.